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ANALYTICAL LABORATORY

39 Spruce Street * East Longmeadow, MA 01028 * FAX 413/525-6405 * TEL. 413/525-2332

January 4, 2016

Aaron Yecies

Aztech Technologies

5 McCrea Hill Road
Ballston Spa, NY 12020

Project Location: Cortlandt Manor, NY
Client Job Number:

Project Number: [none]

Laboratory Work Order Number: 1511321

Enclosed are results of analyses for samples received by the laboratory on December 28, 2015. If you have any questions
concerning this report, please feel free to contact me.

Sincerely,

Aaron L. Benoit
Project Manager
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39 Spruce Street * East Longmeadow, MA 01028 * FAX 413/525-6405 * TEL. 413/525-2332

Aztech Technologies

5 McCrea Hill Road REPORT DATE: 1/4/2016
Ballston Spa, NY 12020 PURCHASE ORDER NUMBER:

ATTN: Aaron Yecies

PROJECT NUMBER:  [none]

ANALYTICAL SUMMARY

WORK ORDER NUMBER: 15L1321

The results of analyses performed on the following samples submitted to the CON-TEST Analytical Laboratory are found in this report.

PROJECT LOCATION: Cortlandt Manor, NY

FIELD SAMPLE # LAB ID: MATRIX SAMPLE DESCRIPTION TEST SUB LAB
Trench Soil 15L1321-01 Soil SM 2540G
SW-846 1311

SW-846 6010C
SW-846 7470A
SW-846 8081B
SW-846 8082A
SW-846 8151A
SW-846 8260C
SW-846 8270D

BCLP01666
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CASE NARRATIVE SUMMARY

All reported results are within defined laboratory quality control objectives unless listed below or otherwise qualified in this report.

SW-846 8270D

Qualifications:

MS-07

Matrix spike recovery is outside of control limits. Analysis is in control based on laboratory fortified blank recovery. Possiblity of sample
matrix effects that lead to low bias for reported result or non-homogeneous sample aliquot cannot be eliminated.

Analyte & Samples(s) Qualified:

Pyridine

15L1321-01[Trench Soil], B138867-MS1

S-07
One associated surrogate standard recovery is outside of control limits but the other(s) is/are within limits. All recoveries are > 10%.

Analyte & Samples(s) Qualified:

2,4,6-Tribromophenol
15L1321-01[Trench Soil], B138867-BLK1, B138867-BS1, B138867-MS1

V-06

Continuing calibration did not meet method specifications and was biased on the high side for this compound. Increased uncertainty is
associated with the reported value which is likely to be biased on the high side.

Analyte & Samples(s) Qualified:

2,4,5-Trichlorophenol

B138867-BS1, B138867-MS1

2,4,6-Trichlorophenol
B138867-BS1, B138867-MS1

V-20

Continuing calibration did not meet method specifications and was biased on the high side. Data validation is not affected since sample result

was "not detected" for this compound.
Analyte & Samples(s) Qualified:

2,4,5-Trichlorophenol
15L1321-01[Trench Soil], B138867-BLK1

2,4,6-Trichlorophenol
15L1321-01[Trench Soil], B138867-BLK1

The results of analyses reported only relate to samples submitted to the Con-Test Analytical Laboratory for testing.

I certify that the analyses listed above, unless specifically listed as subcontracted, if any, were performed under my direction according to the approved methodologies listed
in this document, and that based upon my inquiry of those individuals immediately responsible for obtaining the information, the material contained in this report is, to the
best of my knowledge and belief, accurate and complete.

Johanna K. Harrington

Manager, Laboratory Reporting

BCLP01667
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Project Location: Cortlandt Manor, NY Sample Description: Work Order: 15L1321
Date Received: 12/28/2015
Field Sample #: Trench Soil Sampled: 12/23/2015 13:00
Samble ID: 15L1321-01
Samole Matrix: Soil
Polychlorinated Biphenyls By GC/ECD
Date Date/Time
Analyte Results RL Units Dilution Flag/Qual Method Prepared Analyzed Analyst
Aroclor-1016 [1] ND 0.12 mg/Kg dry 5 SW-846 8082A 12/29/15  12/30/1513:18  KAL
Aroclor-1221 [1] ND 0.12 mg/Kg dry 5 SW-846 8082A 12/29/15  12/30/1513:18  KAL
Aroclor-1232 [1] ND 0.12 mg/Kg dry 5 SW-846 8082A 12/29/15  12/30/1513:18  KAL
Aroclor-1242 [1] ND 0.12 mg/Kg dry 5 SW-846 8082A 12/29/15  12/30/1513:18 KAL
Aroclor-1248 [1] ND 0.12 mg/Kg dry 5 SW-846 8082A 12/29/15  12/30/1513:18 KAL
Aroclor-1254 [1] ND 0.12 mg/Kg dry 5 SW-846 8082A 12/29/15  12/30/1513:18 KAL
Aroclor-1260 [1] ND 0.12 mg/Kg dry 5 SW-846 8082A 12/29/15  12/30/1513:18 KAL
Aroclor-1262 [1] ND 0.12 mg/Kg dry 5 SW-846 8082A 12/29/15  12/30/1513:18 KAL
Aroclor-1268 [1] ND 0.12 mg/Kg dry 5 SW-846 8082A 12/29/15  12/30/1513:18 KAL
Surrogates % Recovery Recovery Limits Flag/Qual
Decachlorobiphenyl [1] 67.0 30-150 12/30/15 13:18
Decachlorobiphenyl [2] 63.4 30-150 12/30/15 13:18
Tetrachloro-m-xylene [1] 80.6 30-150 12/30/15 13:18
Tetrachloro-m-xylene [2] 85.0 30-150 12/30/15 13:18
BCLP0O1668
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Project Location: Cortlandt Manor, NY Sample Description: Work Order: 15L1321
Date Received: 12/28/2015
Field Sample #: Trench Soil Sampled: 12/23/2015 13:00
Samble ID: 15L1321-01

Sample Matrix: Soil

Conventional Chemistry Parameters by EPA/APHA/SW-846 Methods (Total)

Date Date/Time
Analyte Results RL Units Dilution Flag/Qual Method Prepared Analyzed Analyst
% Solids 82.5 % Wt 1 SM 2540G 12/29/15  12/29/1515:21 MRL

BCLP01669
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Project Location: Cortlandt Manor, NY Sample Description: Work Order: 15L1321
Date Received: 12/28/2015
Field Sample #: Trench Soil Sampled: 12/23/2015 13:00
Samble ID: 15L1321-01

Sample Matrix: Soil

TCLP - Volatile Organic Compounds by GC/MS

Date Date/Time
Analyte Results RL Units Dilution Flag/Qual Method Prepared Analyzed Analyst
Benzene ND 0.010 mg/L 10 SW-846 8260C 12/30/15  12/31/15 4:36  WSD
2-Butanone (MEK) ND 0.20 mg/L 10 SW-846 8260C 12/30/15  12/31/15 436 WSD
Carbon Tetrachloride ND 0.050 mg/L 10 SW-846 8260C 12/30/15  12/31/15 4:36  WSD
Chlorobenzene ND 0.010 mg/L 10 SW-846 8260C 12/30/15  12/31/15 436 WSD
Chloroform ND 0.020 mg/L 10 SW-846 8260C 12/30/15  12/31/15 4:36 WSD
1,4-Dichlorobenzene ND 0.010 mg/L 10 SW-846 8260C 12/30/15  12/31/15 436 WSD
1,2-Dichloroethane ND 0.010 mg/L 10 SW-846 8260C 12/30/15  12/31/15 436 WSD
1,1-Dichloroethylene ND 0.010 mg/L 10 SW-846 8260C 12/30/15  12/31/15 436  WSD
Tetrachloroethylene ND 0.010 mg/L 10 SW-846 8260C 12/30/15  12/31/15 436  WSD
Trichloroethylene ND 0.010 mg/L 10 SW-846 8260C 12/30/15  12/31/15 436  WSD
Vinyl Chloride ND 0.020 mg/L 10 SW-846 8260C 12/30/15  12/31/15 436  WSD
Surrogates % Recovery Recovery Limits Flag/Qual

1,2-Dichloroethane-d4 107 70-130 12/31/15 4:36

Toluene-d8 102 70-130 12/31/15 4:36

4-Bromofluorobenzene 77.8 70-130 12/31/15 4:36

BCLPO01670
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Project Location: Cortlandt Manor, NY Sample Description: Work Order: 15L1321
Date Received: 12/28/2015
Field Sample #: Trench Soil Sampled: 12/23/2015 13:00

Sample ID: 15L1321-01

Sample Matrix: Soil

TCLP - Semivolatile Organic Compounds by GC/MS

Date Date/Time
Analyte Results RL Units Dilution Flag/Qual Method Prepared Analyzed Analyst
2.,4-Dinitrotoluene ND 0.050 mg/L 1 SW-846 8270D 12/30/15  12/31/1515:46  BGL
Hexachlorobenzene ND 0.050 mg/L 1 SW-846 8270D 12/30/15  12/31/1515:46  BGL
Hexachlorobutadiene ND 0.050 mg/L 1 SW-846 8270D 12/30/15  12/31/1515:46  BGL
Hexachloroethane ND 0.050 mg/L 1 SW-846 8270D 12/30/15  12/31/1515:46  BGL
2-Methylphenol ND 0.050 mg/L 1 SW-846 8270D 12/30/15  12/31/1515:46  BGL
3/4-Methylphenol ND 0.050 mg/L 1 SW-846 8270D 12/30/15  12/31/1515:46  BGL
Nitrobenzene ND 0.050 mg/L 1 SW-846 8270D 12/30/15  12/31/1515:46  BGL
Pentachlorophenol ND 0.050 mg/L 1 SW-846 8270D 12/30/15  12/31/1515:46  BGL
Pyridine ND 0.025 mg/L 1 MS-07 SW-846 8270D 12/30/15  12/31/1515:46  BGL
2.,4,5-Trichlorophenol ND 0.050 mg/L 1 V-20 SW-846 8270D 12/30/15  12/31/1515:46  BGL
2,4,6-Trichlorophenol ND 0.050 mg/L 1 V-20 SW-846 8270D 12/30/15  12/31/1515:46  BGL
Surrogates % Recovery Recovery Limits Flag/Qual
2-Fluorophenol 71.4 15-110 12/31/15 15:46
Phenol-d6 68.1 15-110 12/31/15 15:46
Nitrobenzene-d5 81.8 30-130 12/31/15 15:46
2-Fluorobiphenyl 87.8 30-130 12/31/15 15:46
2,4,6-Tribromophenol 115 * 15-110 S-07 12/31/15 15:46
p-Terphenyl-d14 104 30-130 12/31/15 15:46
BCLPO1671
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Project Location: Cortlandt Manor, NY Sample Description:

Date Received: 12/28/2015

Field Sample #: Trench Soil Sampled: 12/23/2015 13:00
Samble ID: 15L1321-01

Sample Matrix: Soil

Work Order: 15L1321

TCLP - Organochloride Pesticides by GC/ECD

Date Date/Time
Analyte Results RL Units Dilution Flag/Qual Method Prepared Analyzed Analyst
gamma-BHC (Lindane) [1] ND 0.030 ng/L 1 SW-846 8081B 12/30/15  12/31/1515:49  PIG
Chlordane [1] ND 0.20 ng/L 1 SW-846 8081B 12/30/15  12/31/1515:49  PIG
Endrin [1] ND 0.080 ng/L 1 SW-846 8081B 12/30/15  12/31/1515:49  PIG
Heptachlor [1] ND 0.050 ng/L 1 SW-846 8081B 12/30/15  12/31/1515:49  PIG
Heptachlor epoxide [1] ND 0.050 ng/L 1 SW-846 8081B 12/30/15  12/31/1515:49  PIG
Methoxychlor [1] ND 0.50 ng/L 1 SW-846 8081B 12/30/15  12/31/1515:49  PIG
Toxaphene [1] ND 1.0 ng/L 1 SW-846 8081B 12/30/15  12/31/1515:49  PIG
Surrogates % Recovery Recovery Limits Flag/Qual
Decachlorobiphenyl [1] 81.1 30-150 12/31/15 15:49
Decachlorobiphenyl [2] 81.8 30-150 12/31/15 15:49
Tetrachloro-m-xylene [1] 79.4 30-150 12/31/15 15:49
Tetrachloro-m-xylene [2] 77.2 30-150 12/31/15 15:49
BCLPO0O1672
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Project Location: Cortlandt Manor, NY
Date Received: 12/28/2015

Field Sample #: Trench Soil

Samble ID: 15L1321-01

Sample Matrix: Soil

Sample Description:

Sampled: 12/23/2015 13:00

Work Order: 15L1321

TCLP - Herbicides by GC/ECD

Date Date/Time
Analyte Results RL Units Dilution Flag/Qual Method Prepared Analyzed Analyst
24-D[1] ND 0.050 mg/L 1 SW-846 8151A 12/30/15  12/31/1516:31  JMB
2,4,5-TP (Silvex) [1] ND 0.0050 mg/L 1 SW-846 8151A 12/30/15  12/31/1516:31  JMB
Surrogates % Recovery Recovery Limits Flag/Qual

2,4-Dichlorophenylacetic acid [1]
2,4-Dichlorophenylacetic acid [2]

71.8
71.3

30-150
30-150

12/31/15 16:31
12/31/15 16:31

BCLP01673
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Project Location: Cortlandt Manor, NY Sample Description: Work Order: 15L1321
Date Received: 12/28/2015
Field Sample #: Trench Soil Sampled: 12/23/2015 13:00

Sample ID: 15L1321-01

Sample Matrix: Soil

TCLP - Metals Analyses

Date Date/Time
Analyte Results RL Units Dilution Flag/Qual Method Prepared Analyzed Analyst
Arsenic ND 0.010 mg/L 1 SW-846 6010C 12/30/15  12/30/1523:28 AME
Mercury ND 0.00010 mg/L 1 SW-846 7470A 12/30/15  12/31/1510:33  SCB
Barium 0.49 0.050 mg/L 1 SW-846 6010C 12/30/15  12/30/1523:28 AME
Cadmium ND 0.0040 mg/L 1 SW-846 6010C 12/30/15  12/30/1523:28 AME
Chromium ND 0.010 mg/L 1 SW-846 6010C 12/30/15  12/30/1523:28 AME
Lead ND 0.010 mg/L 1 SW-846 6010C 12/30/15  12/30/1523:28 AME
Selenium ND 0.050 mg/L 1 SW-846 6010C 12/30/15  12/30/1523:28 AME
Silver ND 0.0050 mg/L 1 SW-846 6010C 12/30/15  12/30/1523:28 AME
BCLPO1674
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Sample Extraction Data

Prep Method: % Solids-SM 2540G

Lab Number [Field ID] Batch Date
15L1321-01 [Trench Soil] B138691 12/29/15
Prep Method: SW-846 3010A-SW-846 6010C Leachates were extracted on 12/29/2015 per SW-846 1311 in Batch B138745

Lab Number [Field ID] Batch Initial [mL] Final [mL] Date
15L1321-01 [Trench Soil] B138835 50.0 50.0 12/30/15
Prep Method: SW-846 7470A Prep-SW-846 7470A Leachates were extracted on 12/29/2015 per SW-846 1311 in Batch B138745

Lab Number [Field ID] Batch Initial [mL] Final [mL] Date
15L1321-01 [Trench Soil] B138834 6.00 6.00 12/30/15
Prep Method: SW-846 3510C-SW-846 8081B Leachates were extracted on 12/29/2015 per SW-846 1311 in Batch B138745

Lab Number [Field ID] Batch Initial [mL] Final [mL] Date
15L1321-01 [Trench Soil] B138866 500 5.00 12/30/15

Prep Method: SW-846 3546-SW-846 8082A

Lab Number [Field ID] Batch Initial [g] Final [mL] Date
15L1321-01 [Trench Soil] B138713 10.0 10.0 12/29/15
Prep Method: SW-846 3510C-SW-846 8151A Leachates were extracted on 12/29/2015 per SW-846 1311 in Batch B138745

Lab Number [Field ID] Batch Initial [mL] Final [mL] Date
15L1321-01 [Trench Soil] B138826 10.0 5.00 12/30/15
Prep Method: SW-846 5030B-SW-846 8260C Leachates were extracted on 12/29/2015 per SW-846 1311 in Batch B138728

Lab Number [Field ID] Batch Initial [mL] Final [mL] Date
15L1321-01 [Trench Soil] B138824 5.00 5.00 12/30/15
Prep Method: SW-846 3510C-SW-846 8270D Leachates were extracted on 12/29/2015 per SW-846 1311 in Batch B138745

Lab Number [Field ID] Batch Initial [mL] Final [mL] Date
15L1321-01 [Trench Soil] B138867 200 1.00 12/30/15

BCLP01675
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QUALITY CONTROL

Polychlorinated Biphenyls By GC/ECD - Quality Control

Reporting Spike Source %REC RPD
Analyte Result Limit Units Level Result %REC Limits RPD Limit Notes
Batch B138713 - SW-846 3546
Blank (B138713-BLK1) Prepared: 12/29/15 Analyzed: 12/30/15
Aroclor-1016 ND 0.020 mg/Kg wet
Aroclor-1016 [2C] ND 0.020 mg/Kg wet
Aroclor-1221 ND 0.020 mg/Kg wet
Aroclor-1221 [2C] ND 0.020 mg/Kg wet
Aroclor-1232 ND 0.020 mg/Kg wet
Aroclor-1232 [2C] ND 0.020 mg/Kg wet
Aroclor-1242 ND 0.020 mg/Kg wet
Aroclor-1242 [2C] ND 0.020 mg/Kg wet
Aroclor-1248 ND 0.020 mg/Kg wet
Aroclor-1248 [2C] ND 0.020 mg/Kg wet
Aroclor-1254 ND 0.020 mg/Kg wet
Aroclor-1254 [2C] ND 0.020 mg/Kg wet
Aroclor-1260 ND 0.020 mg/Kg wet
Aroclor-1260 [2C] ND 0.020 mg/Kg wet
Aroclor-1262 ND 0.020 mg/Kg wet
Aroclor-1262 [2C] ND 0.020 mg/Kg wet
Aroclor-1268 ND 0.020 mg/Kg wet
Aroclor-1268 [2C] ND 0.020 mg/Kg wet
Surrogate: Decachlorobiphenyl 0.184 mg/Kg wet 0.200 92.1 30-150
Surrogate: Decachlorobiphenyl [2C] 0.173 mg/Kg wet 0.200 86.4 30-150
Surrogate: Tetrachloro-m-xylene 0.183 mg/Kg wet 0.200 91.5 30-150
Surrogate: Tetrachloro-m-xylene [2C] 0.168 mg/Kg wet 0.200 83.9 30-150
LCS (B138713-BS1) Prepared: 12/29/15 Analyzed: 12/30/15
Aroclor-1016 0.19 0.020 mg/Kg wet 0.200 93.5 40-140
Aroclor-1016 [2C] 0.19 0.020 mg/Kg wet 0.200 95.2 40-140
Aroclor-1260 0.20 0.020 mg/Kg wet 0.200 98.5 40-140
Aroclor-1260 [2C] 0.19 0.020 mg/Kg wet 0.200 95.3 40-140
Surrogate: Decachlorobiphenyl 0.200 mg/Kg wet 0.200 99.8 30-150
Surrogate: Decachlorobiphenyl [2C] 0.184 mg/Kg wet 0.200 922 30-150
Surrogate: Tetrachloro-m-xylene 0.194 mg/Kg wet 0.200 97.1 30-150
Surrogate: Tetrachloro-m-xylene [2C] 0.180 mg/Kg wet 0.200 89.9 30-150
LCS Dup (B138713-BSD1) Prepared: 12/29/15 Analyzed: 12/30/15
Aroclor-1016 0.18 0.020 mg/Kg wet 0.200 91.1 40-140 2.62 30
Aroclor-1016 [2C] 0.18 0.020 mg/Kg wet 0.200 91.8 40-140 3.72 30
Aroclor-1260 0.19 0.020  mg/Kgwet  0.200 95.5 40-140 3.07 30
Aroclor-1260 [2C] 0.19 0.020 mg/Kg wet 0.200 92.6 40-140 2.89 30
Surrogate: Decachlorobiphenyl 0.192 mg/Kg wet 0.200 96.0 30-150
Surrogate: Decachlorobiphenyl [2C] 0.178 mg/Kg wet 0.200 88.8 30-150
Surrogate: Tetrachloro-m-xylene 0.188 mg/Kg wet 0.200 93.8 30-150
Surrogate: Tetrachloro-m-xylene [2C] 0.173 mg/Kg wet 0.200 86.5 30-150
BCLPO0O1676
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Polychlorinated Biphenyls By GC/ECD - Quality Control

39 Spruce Street * East Longmeadow, MA 01028 * FAX 413/525-6405 * TEL. 413/525-2332

Reporting Spike Source %REC RPD
Analyte Result Limit Units Level Result %REC Limits RPD Limit Notes
Batch B138713 - SW-846 3546
Matrix Spike (B138713-MS1) Source: 15L.1321-01 Prepared: 12/29/15 Analyzed: 12/30/15
Aroclor-1016 0.27 0.12  mg/Kg dry 0.242 ND 111 40-140
Aroclor-1016 [2C] 0.23 0.12  mg/Kg dry 0.242 ND 954 40-140
Aroclor-1260 0.24 0.12  mg/Kgdry 0.242 ND 99.2 40-140
Aroclor-1260 [2C] 0.24 0.12 mg/Kg dry 0.242 ND 97.0 40-140
Surrogate: Decachlorobiphenyl 0.200 mg/Kg dry 0.242 82.5 30-150
Surrogate: Decachlorobiphenyl [2C] 0.188 mg/Kg dry 0.242 77.4 30-150
Surrogate: Tetrachloro-m-xylene 0.224 mg/Kg dry 0.242 922 30-150
Surrogate: Tetrachloro-m-xylene [2C] 0.231 mg/Kg dry 0.242 95.4 30-150
Matrix Spike Dup (B138713-MSD1) Source: 151.1321-01 Prepared: 12/29/15 Analyzed: 12/30/15
Aroclor-1016 0.25 0.12  mg/Kg dry 0.242 ND 104 40-140 7.34 30
Aroclor-1016 [2C] 0.22 0.12 mg/Kg dry 0.242 ND 914 40-140 439 30
Aroclor-1260 0.23 0.12  mg/Kg dry 0.242 ND 943 40-140 5.01 30
Aroclor-1260 [2C] 0.22 0.12  mg/Kgdry 0.242 ND 904 40-140 6.99 30
Surrogate: Decachlorobiphenyl 0.186 mg/Kg dry 0.242 76.8 30-150
Surrogate: Decachlorobiphenyl [2C] 0.177 mg/Kg dry 0.242 72.9 30-150
Surrogate: Tetrachloro-m-xylene 0.210 mg/Kg dry 0.242 86.6 30-150
Surrogate: Tetrachloro-m-xylene [2C] 0.218 mg/Kg dry 0.242 89.9 30-150
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QUALITY CONTROL

TCLP - Volatile Organic Compounds by GC/MS - Quality Control

Reporting Spike Source %REC RPD
Analyte Result Limit Units Level Result %REC Limits RPD Limit Notes
Batch B138824 - SW-846 5030B
Blank (B138824-BLK1) Prepared & Analyzed: 12/30/15
Benzene ND 0.010 mg/L
2-Butanone (MEK) ND 0.20 mg/L
Carbon Tetrachloride ND 0.050 mg/L
Chlorobenzene ND 0.010 mg/L
Chloroform ND 0.020 mg/L
1,4-Dichlorobenzene ND 0.010 mg/L
1,2-Dichloroethane ND 0.010 mg/L
1,1-Dichloroethylene ND 0.010 mg/L
Tetrachloroethylene ND 0.010 mg/L
Trichloroethylene ND 0.010 mg/L
Vinyl Chloride ND 0.020 mg/L
Surrogate: 1,2-Dichloroethane-d4 0.0271 mg/L 0.0250 108 70-130
Surrogate: Toluene-d8 0.0254 mg/L 0.0250 101 70-130
Surrogate: 4-Bromofluorobenzene 0.0190 mg/L 0.0250 76.0 70-130
LCS (B138824-BS1) Prepared & Analyzed: 12/30/15
Benzene 0.0103 0.0010 mg/L 0.0100 103 70-130
2-Butanone (MEK) 0.0791 0.020 mg/L 0.100 79.1 40-160 T
Carbon Tetrachloride 0.00961 0.0050 mg/L 0.0100 96.1 70-130
Chlorobenzene 0.00979 0.0010 mg/L 0.0100 97.9 70-130
Chloroform 0.0105 0.0020 mg/L 0.0100 105 70-130
1,4-Dichlorobenzene 0.00947 0.0010 mg/L 0.0100 94.7 70-130
1,2-Dichloroethane 0.0111 0.0010 mg/L 0.0100 111 70-130
1,1-Dichloroethylene 0.0100 0.0010 mg/L 0.0100 100 70-130
Tetrachloroethylene 0.0109 0.0010 mg/L 0.0100 109 70-130
Trichloroethylene 0.0113 0.0010 mg/L 0.0100 113 70-130
Vinyl Chloride 0.00748 0.0020 mg/L 0.0100 74.8 40-160 i
Surrogate: 1,2-Dichloroethane-d4 0.0247 mg/L 0.0250 98.9 70-130
Surrogate: Toluene-d8 0.0259 mg/L 0.0250 104 70-130
Surrogate: 4-Bromofluorobenzene 0.0222 mg/L 0.0250 88.8 70-130
LCS Dup (B138824-BSD1) Prepared & Analyzed: 12/30/15
Benzene 0.0102 0.0010 mg/L 0.0100 102 70-130 0.876 25
2-Butanone (MEK) 0.0805 0.020 mg/L 0.100 80.5 40-160 1.79 25 T
Carbon Tetrachloride 0.00964 0.0050 mg/L 0.0100 96.4 70-130 0.312 25
Chlorobenzene 0.00993 0.0010 mg/L 0.0100 99.3 70-130 1.42 25
Chloroform 0.0101 0.0020 mg/L 0.0100 101 70-130 3.60 25
1,4-Dichlorobenzene 0.00972 0.0010 mg/L 0.0100 97.2 70-130 261 25
1,2-Dichloroethane 0.0116 0.0010 mg/L 0.0100 116 70-130 3.79 25
1,1-Dichloroethylene 0.00947 0.0010 mg/L 0.0100 94.7 70-130 5.64 25
Tetrachloroethylene 0.0108 0.0010 mg/L 0.0100 108 70-130 1.02 25
Trichloroethylene 0.0109 0.0010 mg/L 0.0100 109 70-130 4.06 25
Vinyl Chloride 0.00686 0.0020 mg/L 0.0100 68.6 40-160 8.65 25 T
Surrogate: 1,2-Dichloroethane-d4 0.0242 mg/L 0.0250 96.8 70-130
Surrogate: Toluene-d8 0.0265 mg/L 0.0250 106 70-130
Surrogate: 4-Bromofluorobenzene 0.0218 mg/L 0.0250 87.2 70-130

BCLP01678
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QUALITY CONTROL

TCLP - Semivolatile Organic Compounds by GC/MS - Quality Control

Reporting Spike Source %REC RPD
Analyte Result Limit Units Level Result %REC Limits RPD Limit Notes
Batch B138867 - SW-846 3510C
Blank (B138867-BLK1) Prepared: 12/30/15 Analyzed: 12/31/15
2,4-Dinitrotoluene ND 0.050 mg/L
Hexachlorobenzene ND 0.050 mg/L
Hexachlorobutadiene ND 0.050 mg/L
Hexachloroethane ND 0.050 mg/L
2-Methylphenol ND 0.050 mg/L
3/4-Methylphenol ND 0.050 mg/L
Nitrobenzene ND 0.050 mg/L
Pentachlorophenol ND 0.050 mg/L
Pyridine ND 0.025 mg/L
2,4,5-Trichlorophenol ND 0.050 mg/L V-20
2,4,6-Trichlorophenol ND 0.050 mg/L V-20
Surrogate: 2-Fluorophenol 0.696 mg/L 1.00 69.6 15-110
Surrogate: Phenol-d6 0.663 mg/L 1.00 66.3 15-110
Surrogate: Nitrobenzene-dS 0.388 mg/L 0.500 71.7 30-130
Surrogate: 2-Fluorobiphenyl 0.426 mg/L 0.500 85.2 30-130
Surrogate: 2,4,6-Tribromophenol 1.13 mg/L 1.00 113 *  15-110 S-07
Surrogate: p-Terphenyl-d14 0.507 mg/L 0.500 101 30-130
LCS (B138867-BS1) Prepared: 12/30/15 Analyzed: 12/31/15
2,4-Dinitrotoluene 0.267 0.050 mg/L 0.250 107 40-140
Hexachlorobenzene 0.258 0.050 mg/L 0.250 103 40-140
Hexachlorobutadiene 0.238 0.050 mg/L 0.250 95.1 40-140
Hexachloroethane 0.200 0.050 mg/L 0.250 80.2 40-140
2-Methylphenol 0.227 0.050 mg/L 0.250 90.9 30-130
3/4-Methylphenol 0.231 0.050 mg/L 0.250 92.3 30-130
Nitrobenzene 0.199 0.050 mg/L 0.250 79.8 40-140
Pentachlorophenol 0.224 0.050 mg/L 0.250 89.5 30-130
Pyridine 0.0765 0.025 mg/L 0.250 30.6 10-140 T
2,4,5-Trichlorophenol 0.273 0.050 mg/L 0.250 109 30-130 V-06
2,4,6-Trichlorophenol 0.283 0.050 mg/L 0.250 113 30-130 V-06
Surrogate: 2-Fluorophenol 0.787 mg/L 1.00 78.7 15-110
Surrogate: Phenol-d6 0.741 mg/L 1.00 74.1 15-110
Surrogate: Nitrobenzene-d5 0.435 mg/L 0.500 87.1 30-130
Surrogate: 2-Fluorobiphenyl 0.492 mg/L 0.500 98.4 30-130
Surrogate: 2,4,6-Tribromophenol 1.39 mg/L 1.00 139 *  15-110 S-07
Surrogate: p-Terphenyl-d14 0.577 mg/L 0.500 115 30-130
Matrix Spike (B138867-MS1) Source: 151.1321-01 Prepared: 12/30/15 Analyzed: 12/31/15
2,4-Dinitrotoluene 0.273 0.050 mg/L 0.250 ND 109 40-140
Hexachlorobenzene 0.261 0.050 mg/L 0.250 ND 104 40-140
Hexachlorobutadiene 0.252 0.050 mg/L 0.250 ND 101 40-140
Hexachloroethane 0213 0.050 mg/L 0.250 ND 85.2 40-140
2-Methylphenol 0.240 0.050 mg/L 0.250 ND 96.0 40-140
3/4-Methylphenol 0.236 0.050 mg/L 0.250 ND 942 40-140
Nitrobenzene 0213 0.050 mg/L 0.250 ND 854 40-140
Pentachlorophenol 0.221 0.050 mg/L 0.250 ND 884 40-140
Pyridine 0.0754 0.025 mg/L 0.250 ND 30.1 * 40-140 MS-07
2,4,5-Trichlorophenol 0.282 0.050 mg/L 0.250 ND 113 40-140 V-06
2,4,6-Trichlorophenol 0.289 0.050 mg/L 0.250 ND 115 40-140 V-06
Surrogate: 2-Fluorophenol 0.815 mg/L 1.00 81.5 15-110
Surrogate: Phenol-d6 0.770 mg/L 1.00 77.0 15-110
Surrogate: Nitrobenzene-d5 0.457 mg/L 0.500 91.4 30-130 BCLPO1 679
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39 Spruce Street * East Longmeadow, MA 01028 * FAX 413/525-6405 * TEL. 413/525-2332
QUALITY CONTROL

TCLP - Semivolatile Organic Compounds by GC/MS - Quality Control

Reporting Spike Source %REC RPD
Analyte Result Limit Units Level Result %REC Limits RPD Limit Notes
Batch B138867 - SW-846 3510C
Matrix Spike (B138867-MS1) Source: 15L.1321-01 Prepared: 12/30/15 Analyzed: 12/31/15
Surrogate: 2-Fluorobiphenyl 0.507 mg/L 0.500 101 30-130
Surrogate: 2,4,6-Tribromophenol 1.35 mg/L 1.00 135 * 15-110 S-07
Surrogate: p-Terphenyl-d14 0.561 mg/L 0.500 112 30-130
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QUALITY CONTROL

TCLP - Organochloride Pesticides by GC/ECD - Quality Control

Reporting Spike Source %REC RPD
Analyte Result Limit Units Level Result %REC Limits RPD Limit Notes
Batch B138866 - SW-846 3510C
Blank (B138866-BLK1) Prepared: 12/30/15 Analyzed: 12/31/15
gamma-BHC (Lindane) ND 0.030 ng/L
gamma-BHC (Lindane) [2C] ND 0.030 ng/L
Chlordane ND 0.20 ng/L
Chlordane [2C] ND 0.20 ng/L
Endrin ND 0.080 ng/L
Endrin [2C] ND 0.080 ng/L
Heptachlor ND 0.050 ng/L
Heptachlor [2C] ND 0.050 ng/L
Heptachlor Epoxide ND 0.050 ng/L
Heptachlor Epoxide [2C] ND 0.050 ng/L
Methoxychlor ND 0.50 ng/L
Methoxychlor [2C] ND 0.50 ng/L
Toxaphene ND 1.0 ng/L
Toxaphene [2C] ND 1.0 ng/L
Surrogate: Decachlorobiphenyl 1.58 ng/L 2.00 79.0 30-150
Surrogate: Decachlorobiphenyl [2C] 1.60 ng/L 2.00 80.1 30-150
Surrogate: Tetrachloro-m-xylene 1.59 ng/L 2.00 79.4 30-150
Surrogate: Tetrachloro-m-xylene [2C] 1.56 ng/L 2.00 78.2 30-150
LCS (B138866-BS1) Prepared: 12/30/15 Analyzed: 12/31/15
gamma-BHC (Lindane) 1.0 0.030 ng/L 1.00 100 40-140
gamma-BHC (Lindane) [2C] 1.0 0.030 ng/L 1.00 103 40-140
Endrin 1.1 0.080 ng/L 1.00 107 40-140
Endrin [2C] 1.1 0.080 ng/L 1.00 109 40-140
Heptachlor 0.92 0.050 ng/L 1.00 92.3 40-140
Heptachlor [2C] 1.0 0.050 ng/L 1.00 103 40-140
Heptachlor Epoxide 0.98 0.050 ng/L 1.00 97.9 40-140
Heptachlor Epoxide [2C] 0.98 0.050 ng/L 1.00 98.5 40-140
Methoxychlor 0.96 0.50 ng/L 1.00 96.0 40-140
Methoxychlor [2C] 1.0 0.50 ng/L 1.00 102 40-140
Surrogate: Decachlorobiphenyl 1.71 ng/L 2.00 85.6 30-150
Surrogate: Decachlorobiphenyl [2C] 1.71 ng/L 2.00 85.6 30-150
Surrogate: Tetrachloro-m-xylene 1.73 ng/L 2.00 86.6 30-150
Surrogate: Tetrachloro-m-xylene [2C] 1.72 ng/L 2.00 86.1 30-150
Matrix Spike (B138866-MS1) Source: 151.1321-01 Prepared: 12/30/15 Analyzed: 12/31/15
gamma-BHC (Lindane) 0.85 0.030 ng/L 1.00 ND 84.6 0-200
gamma-BHC (Lindane) [2C] 0.86 0.030 ng/L 1.00 ND 86.2 0-200
Endrin 091 0.080 ng/L 1.00 ND 91.1 0-200
Endrin [2C] 0.92 0.080 ng/L 1.00 ND 92.0 0-200
Heptachlor 0.78 0.050 ng/L 1.00 ND 77.8 0-200
Heptachlor [2C] 0.86 0.050 ng/L 1.00 ND 86.1 0-200
Heptachlor Epoxide 0.83 0.050 ng/L 1.00 ND 83.0 0-200
Heptachlor Epoxide [2C] 0.83 0.050 ng/L 1.00 ND 834 0-200
Methoxychlor 0.81 0.50 ng/L 1.00 ND 80.6 0-200
Methoxychlor [2C] 0.90 0.50 ng/L 1.00 ND 89.8 0-200
Surrogate: Decachlorobiphenyl 1.42 ng/L 2.00 70.9 30-150
Surrogate: Decachlorobiphenyl [2C] 1.45 ng/L 2.00 72.3 30-150
Surrogate: Tetrachloro-m-xylene 1.45 ng/L 2.00 72.5 30-150
Surrogate: Tetrachloro-m-xylene [2C] 1.40 ng/L 2.00 70.1 30-150

BCLP01681
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QUALITY CONTROL

TCLP - Herbicides by GC/ECD - Quality Control

Reporting Spike Source %REC RPD
Analyte Result Limit Units Level Result %REC Limits RPD Limit Notes
Batch B138826 - SW-846 3510C
Blank (B138826-BLK1) Prepared: 12/30/15 Analyzed: 12/31/15
2,4-D ND 0.050 mg/L
2,4-D [2C] ND 0.050 mg/L
2,4,5-TP (Silvex) ND 0.0050 mg/L
2,4,5-TP (Silvex) [2C] ND 0.0050 mg/L
Surrogate: 2,4-Dichlorophenylacetic acid 0.153 mg/L 0.200 76.6 30-150
Surrogate: 2,4-Dichlorophenylacetic acid 0.156 mg/L 0.200 77.8 30-150
[2€]
LCS (B138826-BS1) Prepared: 12/30/15 Analyzed: 12/31/15
2,4-D 0.186 0.050 mg/L 0.250 74.2 40-140
2,4-D [2C] 0.181 0.050 mg/L 0.250 724 40-140
2,4,5-TP (Silvex) 0.0201 0.0050 mg/L 0.0250 80.2 40-140
2,4,5-TP (Silvex) [2C] 0.0206 0.0050 mg/L 0.0250 82.5 40-140
Surrogate: 2,4-Dichlorophenylacetic acid 0.162 mg/L 0.200 81.2 30-150
Surrogate: 2,4-Dichlorophenylacetic acid 0.173 mg/L 0.200 86.3 30-150
[2€]
Matrix Spike (B138826-MS1) Source: 151.1321-01 Prepared: 12/30/15 Analyzed: 12/31/15
2,4-D 0.190 0.050 mg/L 0.250 ND 759 30-150
2,4-D [2C] 0.179 0.050 mg/L 0.250 ND 714 30-150
2,4,5-TP (Silvex) 0.0183 0.0050 mg/L 0.0250 ND 732 30-150
2,4,5-TP (Silvex) [2C] 0.0210 0.0050 mg/L 0.0250 ND 839 30-150
Surrogate: 2,4-Dichlorophenylacetic acid 0.159 mg/L 0.200 79.7 30-150
Surrogate: 2,4-Dichlorophenylacetic acid 0.173 mg/L 0.200 86.7 30-150
[2€]
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QUALITY CONTROL

TCLP - Metals Analyses - Quality Control

Reporting Spike Source %REC RPD
Analyte Result Limit Units Level Result %REC Limits RPD Limit Notes
Batch B138834 - SW-846 7470A Prep
Blank (B138834-BLK1) Prepared: 12/30/15 Analyzed: 12/31/15
Mercury ND 0.00010 mg/L
LCS (B138834-BS1) Prepared: 12/30/15 Analyzed: 12/31/15
Mercury 0.00237 0.00010 mg/L 0.00200 119 80-120
LCS Dup (B138834-BSD1) Prepared: 12/30/15 Analyzed: 12/31/15
Mercury 0.00234 0.00010 mg/L 0.00200 117 80-120 1.25 20
Batch B138835 - SW-846 3010A
Blank (B138835-BLK1) Prepared & Analyzed: 12/30/15
Arsenic ND 0.010 mg/L
Barium ND 0.050 mg/L
Cadmium ND 0.0040 mg/L
Chromium ND 0.010 mg/L
Lead ND 0.010 mg/L
Selenium ND 0.050 mg/L
Silver ND 0.0050 mg/L
LCS (B138835-BS1) Prepared & Analyzed: 12/30/15
Arsenic 0.544 0.010 mg/L 0.500 109 80-120
Barium 0.491 0.050 mg/L 0.500 98.1 80-120
Cadmium 0.549 0.0040 mg/L 0.500 110 80-120
Chromium 0.493 0.010 mg/L 0.500 98.7 80-120
Lead 0.479 0.010 mg/L 0.500 95.7 80-120
Selenium 0.560 0.050 mg/L 0.500 112 80-120
Silver 0516 0.0050 mg/L 0.500 103 80-120
LCS Dup (B138835-BSD1) Prepared & Analyzed: 12/30/15
Arsenic 0.553 0.010 mg/L 0.500 111 80-120 1.57 20
Barium 0.501 0.050 mg/L 0.500 100 80-120 2.05 20
Cadmium 0.559 0.0040 mg/L 0.500 112 80-120 1.80 20
Chromium 0.503 0.010 mg/L 0.500 101 80-120 1.93 20
Lead 0.492 0.010 mg/L 0.500 98.4 80-120 2.73 20
Selenium 0.572 0.050 mg/L 0.500 114 80-120 2.04 20
Silver 0.526 0.0050 mg/L 0.500 105 80-120 1.93 20
BCLP01683
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BREAKDOWN REPORT

Lab Sample ID: S010360-PEM1

Analyzed: 12/30/2015
Column Number: 1
Analyte % Breakdown
4,4-DDT [1] 3.04
Endrin [1] 4.09
Column Number: 2
Analyte % Breakdown
4,4-DDT [2] 2.74
Endrin [2] 435
BREAKDOWN REPORT
Lab Sample ID:

S010360-PEM2

Analyzed: 12/31/2015
Column Number: 1
Analyte % Breakdown
4,4-DDT [1] 3.79
Endrin [1] 4.82
Column Number: 2
Analyte % Breakdown
4,4-DDT [2] 3.35
Endrin [2] 5.19
BREAKDOWN REPORT
Lab Sample ID: S010360-PEM3 Analyzed: 12/31/2015
Column Number: 1
Analyte % Breakdown
4,4-DDT [1] 4.75
Endrin [1] 3.51

BCLP01684
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BREAKDOWN REPORT

Lab Sample ID: S010360-PEM3 Analyzed: 12/31/2015
Column Number: 2
Analyte % Breakdown
4,4-DDT [2] 4.30
Endrin [2] 3.93
BREAKDOWN REPORT
Lab Sample ID:

Column Number:

S010360-PEM4

Analyzed: 12/31/2015

Analyte % Breakdown

4,4-DDT [1] 4.52

Endrin [1] 3.56
Column Number: 2

Analyte % Breakdown
4,4-DDT [2] 3.99
Endrin [2] 4.03

BCLP01685
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IDENTIFICATION SUMMARY
FOR SINGLE COMPONENT ANALYTES LCS
SW-846 8082A
Lab Sample ID: B138713-BS1 Date(s) Analyzed: 12/30/2015 12/30/2015
Instrument ID (1): Instrument ID (2):
GC Column (1): ID: (mm) GC Column (2): ID: (mm)
ANALYTE coL | RT RTWINDOW | cOoNCENTRATION | %D
FROM TO
Aroclor-1016 1 0.00 0.00 0.00 0.19
2 0.00 0.00 0.00 0.19 2
Aroclor-1260 1 0.00 0.00 0.00 0.20
2 0.00 0.00 0.00 0.19 4

BCLP01686
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IDENTIFICATION SUMMARY
FOR SINGLE COMPONENT ANALYTES LCS Dup
SW-846 8082A
Lab Sample ID: B138713-BSD1 Date(s) Analyzed: 12/30/2015 12/30/2015
Instrument ID (1): Instrument ID (2):
GC Column (1): ID: (mm) GC Column (2): ID (mm)
ANALYTE coL | RT RTWINDOW | CONCENTRATION | %D
FROM TO
Aroclor-1016 1 0.00 0.00 0.00 0.18
2 0.00 0.00 0.00 0.18 1
Aroclor-1260 1 0.00 0.00 0.00 0.19
2 0.00 0.00 0.00 0.19 1
BCLP01687
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IDENTIFICATION SUMMARY
FOR SINGLE COMPONENT ANALYTES Matrix Spike
SW-846 8082A
Lab Sample ID: B138713-MS1 Date(s) Analyzed: 12/30/2015 12/30/2015
Instrument ID (1): Instrument ID (2):
GC Column (1): ID: (mm) GC Column (2): ID (mm)
ANALYTE coL | RT RTWINDOW | CONCENTRATION | %D
FROM TO
Aroclor-1016 1 0.00 0.00 0.00 0.27
2 0.00 0.00 0.00 0.23 16
Aroclor-1260 1 0.00 0.00 0.00 0.24
2 0.00 0.00 0.00 0.24 0
BCLP0O1688
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IDENTIFICATION SUMMARY
FOR SINGLE COMPONENT ANALYTES Matrix Spike Dup
SW-846 8082A
Lab Sample ID: B138713-MSD1 Date(s) Analyzed: 12/30/2015 12/30/2015
Instrument ID (1): Instrument ID (2):
GC Column (1): ID: (mm) GC Column (2): ID (mm)
ANALYTE coL | RT RTWINDOW | CONCENTRATION | %D
FROM TO
Aroclor-1016 1 0.00 0.00 0.00 0.25
2 0.00 0.00 0.00 0.22 13
Aroclor-1260 1 0.00 0.00 0.00 0.23
2 0.00 0.00 0.00 0.22 4

BCLP01689
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IDENTIFICATION SUMMARY
FOR SINGLE COMPONENT ANALYTES LCS
SW-846 8157A
Lab Sample ID: B138826-BS1 Date(s) Analyzed: 12/31/2015 12/31/2015
Instrument ID (1): Instrument ID (2):
GC Column (1): ID: (mm) GC Column (2): ID: (mm)
ANALYTE coL | RT RTWINDOW | CONCENTRATION | %D
FROM TO
2,4,5-TP (Silvex) 1 15.52 0.00 0.00 0.0201
2 15.26 0.00 0.00 0.0206 2
24-D 1 13.66 0.00 0.00 0.186
2 13.51 0.00 0.00 0.181 3

BCLP01690
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IDENTIFICATION SUMMARY
FOR SINGLE COMPONENT ANALYTES Matrix Spike
SW-846 8157A
Lab Sample ID: B138826-MS1 Date(s) Analyzed: 12/31/2015 12/31/2015
Instrument ID (1): Instrument ID (2):
GC Column (1): ID: (mm) GC Column (2): ID (mm)
ANALYTE coL | RT RTWINDOW | CONCENTRATION | %D
FROM TO
2,4,5-TP (Silvex) 1 15.52 0.00 0.00 0.0183
2 15.26 0.00 0.00 0.0210 14
24-D 1 13.66 0.00 0.00 0.190
2 13.51 0.00 0.00 0.179 6
BCLP01691
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IDENTIFICATION SUMMARY
FOR SINGLE COMPONENT ANALYTES LCS
SW-846 80818
Lab Sample ID: B138866-BS1 Date(s) Analyzed: 12/31/2015 12/31/2015
Instrument ID (1): ECD6 Instrument ID (2): ECD6
GC Column (1): ID: (mm) GC Column (2): ID: (mm)
ANALYTE coL | RT RTWINDOW | CONCENTRATION | %D
FROM TO
Endrin 1 6.89 0.00 0.00 1.1
2 6.83 0.00 0.00 1.1 3
gamma-BHC (Lindane) 1 5.41 0.00 0.00 1.0
2 5.35 0.00 0.00 1.0 0
Heptachlor 1 5.70 0.00 0.00 0.92
2 5.60 0.00 0.00 1.0- 8
Heptachlor Epoxide 1 6.29 0.00 0.00 0.98
2 6.;6 0.00 0.00 0.98 0
Methoxychlor 1 7.54 0.00 0.00 0.96
2 7.73 0.00 0.00 1.0 4

BCLP01692
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IDENTIFICATION SUMMARY
FOR SINGLE COMPONENT ANALYTES Matrix Spike
SW-846 80818
Lab Sample ID: B138866-MS1 Date(s) Analyzed: 12/31/2015 12/31/2015
Instrument ID (1): ECD6 Instrument ID (2): ECD6
GC Column (1): ID: (mm) GC Column (2): ID (mm)
ANALYTE coL | RT RTWINDOW | cONCENTRATION | %D
FROM TO
Endrin 1 6.89 0.00 0.00 0.91
2 6.83 0.00 0.00 0.92 1
gamma-BHC (Lindane) 1 5.41 0.00 0.00 0.85
2 5.35 0.00 0.00 0.86 2
Heptachlor 1 5.70 0.00 0.00 0.78
2 5.60 0.00 0.00 0.86 10
Heptachlor Epoxide 1 6.29 0.00 0.00 0.83
2 6.16 0.00 0.00 0.83 0
Methoxychlor 1 7.54 0.00 0.00 0.81
2 7.73 0.00 0.00 0.90 11
BCLP01693
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39 Spruce Street * East Longmeadow, MA 01028 * FAX 413/525-6405 * TEL. 413/525-2332

FLAG/QUALIFIER SUMMARY

QC result is outside of established limits.

Wide recovery limits established for difficult compound.
Wide RPD limits established for difficult compound.
Data exceeded client recommended or regulatory level

Reporting Limit
Method Detection Limit

Maximum Contaminant Level

Percent recoveries and relative percent differences (RPDs) are determined by the software using values in the
calculation which have not been rounded.

No results have been blank subtracted unless specified in the case narrative section.

Matrix spike recovery is outside of control limits. Analysis is in control based on laboratory fortified blank
recovery. Possiblity of sample matrix effects that lead to low bias for reported result or non-homogeneous sample
aliquot cannot be eliminated.

One associated surrogate standard recovery is outside of control limits but the other(s) is/are within limits. All
recoveries are > 10%.

Continuing calibration did not meet method specifications and was biased on the high side for this compound.
Increased uncertainty is associated with the reported value which is likely to be biased on the high side.
Continuing calibration did not meet method specifications and was biased on the high side. Data validation is not
affected since sample result was "not detected" for this compound.

BCLP01694
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CERTIFICATIONS
Certified Analyses included in this Report
Analyte Certifications
SW-846 6010C in Water
Arsenic NY,CT,NC,ME,NH,VA
Barium NY,CT,ME,NC,NH,VA
Cadmium NY,CT,ME,NC,NH,VA
Chromium NY,CT,ME,NC,NH,VA
Lead NY,CT,ME,NC,NH,VA
Selenium CT,ME,NC,NH,NY,VA
Silver CT,ME,NC,NH,NY,VA
SW-846 74704 in Water
Mercury CT,ME,NC,NH,NY,VA

SW-846 8081B in Water

gamma-BHC (Lindane)

CT,ME,NC,NH,NY,VA

gamma-BHC (Lindane) [2C] CT,ME,NC,NH,NY,VA
Chlordane CT,ME,NC,NH,NY,VA
Chlordane [2C] CT,ME,NC,NH,NY,VA
Endrin CT,ME,NC,NH,NY,VA
Endrin [2C] CT,ME,NC,NH,NY,VA
Heptachlor CT,ME,NC,NH,NY,VA
Heptachlor [2C] CT,ME,NC,NH,NY,VA
Heptachlor Epoxide CT,ME,NC,NH,NY,VA
Heptachlor Epoxide [2C] CT,ME,NC,NH,NY,VA
Hexachlorobenzene NC

Methoxychlor CT,ME,NC,NH,NY,VA
Methoxychlor [2C] CT,ME,NC,NH,NY,VA
Toxaphene CT,ME,NC,NH,NY,VA
Toxaphene [2C] CT,ME,NC,NH,NY,VA

SW-846 8082A in Soil

Aroclor-1016 CT,NH,NY,NC,ME,VA
Aroclor-1016 [2C] CT,NH,NY,NC,ME,VA
Aroclor-1221 CT,NH,NY,NC,ME,VA
Aroclor-1221 [2C] CT,NH,NY,NC,ME,VA
Aroclor-1232 CT,NH,NY,NC,ME,VA
Aroclor-1232 [2C] CT,NH,NY,NC,ME,VA
Aroclor-1242 CT,NH,NY,NC,ME,VA
Aroclor-1242 [2C] CT,NH,NY,NC,ME,VA
Aroclor-1248 CT,NH,NY,NC,ME,VA
Aroclor-1248 [2C] CT,NH,NY,NC,ME,VA
Aroclor-1254 CT,NH,NY,NC,ME,VA

Aroclor-1254 [2C]
Aroclor-1260
Aroclor-1260 [2C]

CT,NH,NY,NC,ME,VA
CT,NH,NY,NC,ME,VA
CT,NH,NY,NC,ME,VA

Aroclor-1262 NY,NC,VA
Aroclor-1262 [2C] NY,NC,VA
Aroclor-1268 NY,NC,VA
Aroclor-1268 [2C] NY,NC,VA

SW-846 8260C in Soil

BCLP01695
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CERTIFICATIONS

Certified Analyses included in this Report
Analyte Certifications

SW-846 8260C in Soil
Benzene ME,NY,CT,NC,VA
2-Butanone (MEK) MENY,CT,NC,VA
Carbon Tetrachloride ME,NY,CT,NC,VA
Chlorobenzene ME,NY,CT,NC,VA
Chloroform MENY,CT,NC,VA
1,4-Dichlorobenzene MENY,CT,NC,VA
1,2-Dichloroethane ME,NY,CT,NC,VA
1,1-Dichloroethylene MENY,CT,NC,VA
Hexachlorobutadiene ME,\NY,VA
Tetrachloroethylene MENY,CT,NC,VA
Trichloroethylene MENY,CT,NC,VA
Vinyl Chloride MENY,CT,NC,VA

SW-846 8270D in Water
1,4-Dichlorobenzene ME,NC,NH,NY,VA
2,4-Dinitrotoluene ME,NC,NH,CT,NY,VA
Hexachlorobenzene ME,NC,NH,CT,NY,VA
Hexachlorobutadiene ME\NC,NH,CT,NY,VA
Hexachloroethane ME\NC,\NH,CT,NY,VA
2-Methylphenol ME,NC,NH,CT
3/4-Methylphenol MENC,NH,CT
Nitrobenzene ME,NC,NH,CT,NY,VA
Pentachlorophenol ME,NC,NH,CT,NY,VA
Pyridine ME,NC,\NH,CT,NY,VA

2,4,5-Trichlorophenol
2,4,6-Trichlorophenol

2-Fluorophenol

ME,\NC,NH,CT,NY,VA
ME,NC,NH,CT,NY,VA
NC

The CON-TEST Environmental Laboratory operates under the following certifications and accreditations:

Code Description Number Expires

AIHA AIHA-LAP, LLC 100033 02/1/2016
MA Massachusetts DEP M-MA100 06/30/2016
CT Connecticut Department of Publilc Health PH-0567 09/30/2017
NY New York State Department of Health 10899 NELAP 04/1/2016
NH-S New Hampshire Environmental Lab 2516 NELAP 02/5/2016
RI Rhode Island Department of Health LAO00112 12/30/2015
NC North Carolina Div. of Water Quality 652 12/31/2016
NJ New Jersey DEP MAO007 NELAP 06/30/2016
FL Florida Department of Health E871027 NELAP 06/30/2016
VT Vermont Department of Health Lead Laboratory LLO015036 07/30/2016
WA State of Washington Department of Ecology C2065 02/23/2016
ME State of Maine 2011028 06/9/2017
VA Commonwealth of Virginia 460217 12/14/2016
NH-P New Hampshire Environmental Lab 2557 NELAP 09/6/2016

BCLP01696
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From: Joseph Sabanos
Date:12/23/2015 4:19 PM (GMT-05:00)
To: "scott.basal"

Subject: RE: sample pickup

I would like results for the following before new years if possible:

TCLP EPA method 6010 metals 8 RCRA,TCLP Volatile EPA method 8260, TCLP EPA method 8270
semi-volatiles, TCLP EPA method 8081 pesticides and herbicides, PCB EPA method 8082

Joseph Sabanos

Engineering Manager | Aztech Environmental Technelogies

*Please note our new company name and e-mail address.”

From: scott.basal [maiito:scott.basal@contestlabs.com)
Sent: Wednesday, December 23, 2015 4:16 PM

Yo: Joseph Sabanos <jsabanos@aztechenv.com>
Subject: RE: sample pickup

Yes, that is good. What kind of sample and TAT so 1 can give the lab a heads up?

BCLP01698
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39 Spruce St ®
East Longmeadow, MA. 01028 | | [ CO n-tGSt
P: 413-525-2332 |7 ANALYTCAL LABORATORY

F: 413-525-6405 Page 1of2

www.contostiabs.com Sample Receipt Checkhs =
sa P g e e e e e S e e S s o o
RECEIVED BY: %IQS’ i %’
1) Was the chain(s) of custody relinquished and signed? @ No No CoC Included
2) Does the chain agree with the samples? @ No
if not, explain:
3) Are all the samples in good condition? Yes) No
If not, explain:

4) How Eg?be’sampies received:

On Ice Direct from Sampling [ Ambient [ ]  InCooler(s) @/
Were the samples received in Temperature Compliance of (2-6°C)? @ No N/A
Temperature °C by Temp blank Temperature °C by Temp gun & 8

5) Are there Dissolved samples for the lab to filter? Yes @
Who was notified Date Time

6) Are there any USH)or SHORT HOLDING TIME samples? No

Who was notitied Date Time

Permission to subcontract samples? Yes No

]
7) Location where samples are stored: / {Walk-in clients only) if not already approved

Client Signature.

8) Do all samples have the proper Acid pH: Yes No@
9) Do ali samples have the proper Base pH: Yes No @
10) Was the PC notlfeed of f any d;screpanmes _wnt the CoC vs the samplas B Yes‘ No{

s s = S 2 it Lt Crr PR )

Containers recelved at Con-Tet

A e B A e P

# of containers # of containers

1 Liter Amber 8 oz amber/clear jar P
500 mL Amber 4 oz/Ambenlear jar f
250 mL Amber (80z amber) 2 oz amber/clear jar )
1 Liter Plastic Plastic Bag / Ziploc
500 mL Plastic SOC Kit

Nen-ConTest Container
Perchlorate Kit

250 mL plastic
40 mi. Vial - type listed below

Colisure / bacteria bottle Flashpoint bottle
Dissolved Oxygen bottle Other glass jar
Encore Other
l.aboratory Comments:
i Date F :
40 mL vials: # HCl # Methanol Time and Date Frozen
# Bisulfate # DI Water
- '# Thiosulfate Unpreserved BCl P016D9
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(Rejection Criteria Listing - Using Sample Acceptance Policy)
Any False statement will be brought to the attention of Client

Table of Contents

Question Answer (True/False) Comment
TIEINA

1) The cooler's custody seal, if present, is intact. /{ }F‘}

2) The cooler or samples do not appear to have —

been compromised or tampered with.

3) Samples were received on ice.

4) Cooler Temperature is acceptable.

1

5) Coocler Temperature is recorded.

6) COC is filled out in ink and iegible.

7) COC is filled out with all pertinent information.

8) Field Sampler's name present on COC.

9) There are no discrepancies between the
sample IDs on the container and the COC.

10) Samples are received within Holding Time.

11) Sample containers have legible labels.

12) Containers are not broken or leaking.

13) Air Cassettes are not brokenfopen.

14) Sample collection date/times are provided.

15) Appropriate sample containers are used.

16) Proper collection media used.

17) No headspace sample botties are completely filled.

18) There is sufficient volume for all requsted
analyses, including any requested MS/MSDs.

19) Trip blanks provided if applicable.

20) VOA sample vials do not have head space or
bubble is <Bmm (1/4™) in diameter.

21) Samples do not require splitting or compositing.

Who notified of False statements?
Doc #277 Rev. 4 August 2013 Log-In Technician Initials: K Kn"

Date/Time:

DatefTime: ,&\&g( {S

I 00

BCLP01700
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